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(57) ABSTRACT 

A telescope with internal scanner utilizing either a single 
optical wedge scanner or a dual optical wedge scanner and a 
controller arranged to control a synchronous rotation of the 
first and/or second optical wedges, the wedges constructed 
and arranged to scan light redirected by topological surfaces 
and/or volumetric scatterers. The telescope with internal 
scanner further incorporates a first converging optical ele- 
ment that receives the redirected light and transmits the redi- 
rected light to the scanner, and a second converging optical 
element within the light path between the first optical element 
and the scanner arranged to reduce an area of impact on the 
scanner of the beam collected by the first optical element. 

46 Claims, 8 Drawing Sheets 
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TELESCOPE WITH A WIDE FIELD OF VIEW 
INTERNAL OPTICAL SCANNER 

STATEMENT REGARDING FEDERALLY 
SPONSORED RESEARCH AND DEVELOPMENT 5 

This invention was conceived using US Government fund- 
ing under NASA Contract No. NHH05CC68C entitled “A 
Scanning Active Laser Altimeter/Pol arimeter and Passive 
Hyperspectral Imager for Globally Contiguous, High Reso- to 
lution Mapping of the Jovian Moons”. The US government 
has certain rights in this invention. 

BACKGROUND OF THE INVENTION 

15 

The invention relates generally to the integration of scan- 
ning optical sensors with telescopes. In particular, the inven- 
tion relates to telescopes with wide field of view internal 
optical scanners. In particular embodiments, the telescope 
with internal scanner may be part of an active imaging 20 
LIDAR system or passive optical sensor for use onboard an 
aircraft or spacecraft. 

In one embodiment, a telescope with an internal optical 
scanner permits high speed scanning over a wide angular field 
of view (several degrees) while simultaneously providing a 25 
narrow instantaneous field of view for background noise sup- 
pression, contiguous topographic coverage, and high spatial 
resolution. In embodiments intended for use onboard an air- 
craft or spacecraft as part of an imaging LIDAR system for 
three-dimensional and polarization imaging of topographic 30 
surfaces and volumetric scatterers, the telescope with internal 
scanner in accordance to the present invention may allow for 
maintaining a narrow instantaneous Field Of View (FOV) for 
background noise rejection and may also enable transmitter 
point-ahead compensation at high orbital altitudes or scan- 35 
ning speeds. 

When compared to an external scanning device which must 
match or exceed the aperture of the primary receive telescope 
in size, the use of an internal optical scanner significantly 
reduces the mass, size, and prime power consumption of the 40 
optical scanning system since the aperture is reduced 
approximately proportionally to the magnification of the tele- 
scope. In addition, high scan rate capabilities (~600 RPM or 
higher), relatively wide angular FOV (on the order of ten 
degrees), low or vanishing total angular momentum, and abil - 45 
ity to compensate for transmitter point-ahead may provide 
additional benefits. 

In embodiments intended for airborne or spacebome appli- 
cations, large telescope light collecting apertures are often 
required in order to boost signals to a detectable level either 50 
due to high aircraft or spacecraft altitudes or, in the case of 
passive sensors, when the surface of interest is located far 
from the spacecraft or the Sun, as in Deep Space missions. 
Thus, many Earth, Lunar and Deep Space science missions 
attempting to achieve globally contiguous, high resolution, 55 
coverage of a planetary or lunar surface may benefit from this 
innovation. Sensors benefiting from this innovation include 
both active LIDARs and passive optical sensors (e.g. cam- 
eras, multispectral and/or hyperspectral imagers). 

Conventional spaceborne laser altimeters typically use 60 
modest energy (50 to 100 milliJoules) solid-state laser, large 
telescopes having apertures of 50 to 200 centimeters in diam- 
eter, and high detection thresholds to achieve unambiguous 
surface returns with few or no false alarms resulting from 
solar background noise. As a result of this conventional 65 
design philosophy, spacecraft prime power and weight con- 
straints typically restrict operations to modest repetition rates 
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on the order of a few tens of Hz which, for a typical earth orbit 
ground velocity of seven kilometers per second, limits along - 
track spatial sampling to one sample every few hundred 
meters. There is a recognized need to obtain higher along - 
track resolution and/or better cross-track coverage, but 
achieving this capability through a simple scaling of the laser 
fire rate or power is not practical from spacecraft. This is 
especially true of altimeters for use in orbit about other plan- 
ets where instrument mass, volume, and prime power usage is 
severely restricted. Furthermore, the conventional high sig- 
nal-to-noise ratio approach to laser altimetry does not make 
efficient use of the available laser photons. 

First generation alt imetric approaches are not well suited to 
generating the few meter level horizontal resolution and deci- 
meter precision vertical (range) resolution on the global scale 
desired by many in the Earth and planetary science commu- 
nities. The first generation spaceborne altimeters are charac- 
terized by a laser operating in the infrared (1064 nm) at a few 
tens of Hz with moderate output energies (50 to 1 00 mJ), a 
telescope in the 50 to 100 cm range, and a single element (i.e. 
non-pixellated) detector that detects and processes multi - 
photon returns from the surface. On bare terrain, the signal 
waveforms reflect the slope and surface roughness within the 
laser footprint (typically several tens of meters in diameter) as 
well as any false slopes due to pointing error. On Earth, the 
presence of manmade buildings and volumetric scatterers 
(such as tree canopies or other vegetation) generally makes 
waveform interpretation even more complex and difficult. 

One challenge to the conventional approach is the sheer 
number of measurements required over a nominal mission 
lifetime of two to three years. For example, in order to gen- 
erate a 5 mx5 m vertical grid map of Mars, which has a mean 
volumetric radius of 3390 km, over 7 trillion individual range 
measurements are required, assuming that no ground spatial 
element is measured twice. In any realistic mission, the actual 
number of range measurements will be significantly larger 
since an instrument designed to provide contiguous coverage 
at the planetary equator would oversample the higher lati- 
tudes where the ground tracks are more narrowly spaced. If 
one were to simply scale conventional approaches, one would 
clearly face severe prime power, weight, and instrument lon- 
gevity issues. 

A second technical challenge is the high ground speed of 
the spacecraft (about 3 km/sec for a nominal 300 km altitude 
Mars orbit) coupled with the need to incorporate a scanner to 
cover the large area between adjacent ground tracks, espe- 
cially near the equator. At a nominal altitude of 300 km, for 
example, the satellite would have an orbital period about 
Mars of approximately 113 minutes. Thus, a three-year mis- 
sion would produce 13,910 orbits or 27,820 equator crossings 
with an average spacing between ground tracks at the equator 
of 766 meters. The latter spacing corresponds to about 1 54 
resolution elements (~5 m) in the cross-track direction 
between adjacent ground tracks and further implies a mini- 
mum cross-track scan angle of about 0.15 degrees. For truly 
contiguous coverage using a conventional single element 
detector, these 154 cross-track measurements should be com- 
pleted in the time it takes the spacecraft to move one resolu- 
tion element in the along-track direction, or within 1 .67 msec. 
This implies a laser fire rate of 92.4 kHz. Furthermore, a 
uniformly rotating mechanical scanner, for example, should 
complete a half cycle of its movement within the same 1.67 
msec period, i.e. 300 Hz (18,000 RPM). While alternative 
non-mechanical scanners, such as electrooptic or acousto- 
optic devices, are capable of very high scanning speeds and 
have no moving parts, they typically fall far short of the 
angular range requirements, are highly limited in their useful 
aperture, and/or require fast high voltage or high RF power 
drivers. 
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An additional technical challenge stems from the high laser 
fire rate and the long pulse time of flight (TOF). At 300 km 
altitude, the laser pulse completes a roundtrip transit to the 
surface in 2 msec. Thus, for laser fire rates in excess of 500 
Hz, multiple pulses will be in flight simultaneously. In prin- 
ciple, it is possible to associate the correct return pulse with 
the appropriate outgoing pulse provided the roundtrip satel- 
lite-to- surface TOF is known beforehand to well within a 
single laser fire interval. For the 92.4 kHz rate derived previ- 
ously, however, approximately 1 85 pulses would be simulta- 
neously in transit, and it would be necessary to have knowl- 
edge of the orbit at the 1 .6 km level in order to tie a given 
surface return to the appropriate output pulse unambiguously. 
While such a navigation accuracy might be easy to achieve in 
Earth orbit using either Global Positioning System (GPS) 
receivers or Satellite Laser Ranging (SLR) to passive reflec- 
tors on the spacecraft, it would likely be a much more difficult 
challenge in orbits about extraterrestrial bodies. 

An additional technical problem associated with the longer 
pulse TOF from orbit is related to “transmitter point-ahead”, 
i.e. the offset between the center of the laser beam at the 
surface and where the receiver is looking one 2 msec round 
trip transit time later. For an unscanned system, the offset due 
to a 3 km/sec spacecraft ground velocity is only 6 m (slightly 
more than one resolution element) in the along-track direc- 
tion and can be easily accommodated, either by a fixed offset 
of the transmitter in the positive along-track direction or by a 
modest increase in the receiver field of view (FOV). However, 
the scanner would need to complete a half cycle of its scan 
within the pulse TOF in order to contiguously map the ground 
track. Thus, the receiver FOV should be opened up to span the 
full 0. 1 5 degree separation (766 m) between ground tracks in 
the cross-track dimension while the laser illuminates only a 5 
m diameter circle within that FOV and defines the ground 
resolution element being interrogated. This approach 
increases the solar background noise incident on the detector 
during local daytime operations relative to the unscanned 
case and elevates the laser output energy requirements for 
good discrimination of the signal. 

The surface return rate of an Earth orbiting altimeter can be 
increased by two to four orders of magnitude for a given laser 
output power by emitting the available photons in a high 
frequency (several kilohertz) train of low energy (approxi- 
mately one milli Joule) pulses as opposed to a low frequency 
train of high energy pulses and employing single photon 
detection. This mode of operation reduces the chance of inter- 
nal optical damage to the laser, thereby improving long-term 
reliability. In addition, these high return rates can often be 
accomplished with smaller telescope apertures due to the 
single photon sensitivity. 

An imaging LIDAR system for use onboard an aircraft or 
spacecraft for three-dimensional and polarization imaging of 
topographic surfaces and volumetric scatterers that can alle- 
viate many of the above problems is disclosed in the U.S. 
patent application Ser. No. 11/683,549 entitled: “Scanner/ 
Optical System for Three-Dimensional LIDAR Imaging & 
Polarimetry” by Degnan et al., incorporated here by reference 
in its entirety. The three-dimensional scanning LIDAR/Pola- 
rimeter disclosed in the U.S. patent application Ser. No. 
11/683,549 utilizes a pulsed solid state laser with beam 
divided in an array of 10x10 quasi -uniform beamlets. The 
pulse rate of the laser is used as a clock signal to synchronize 
the rotation rates of rotating wedges arranged and configured 
to function as an external dual wedge scanner. The scanner is 
positioned externally in front of a light collecting optical 
element of a telescope as observed from the direction of 
topographic surfaces and volumetric scatterers. 
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The imaging LIDAR/Polarimeter disclosed in the U.S. 
patent application Ser. No. 1 1/683,549 related to an interest in 
providing a globally contiguous topographic map of Jupiter’ s 
satellite Europa with a spatial resolution of better than 10 m 
5 and a vertical range resolution at the decimeter level . This was 
one of three topographic and polarimetric maps to be com- 
pleted under the proposed Jupiter Icy Moons Orbiter (JIMO) 
mission along with the larger moons Callisto and Ganymede. 
Relatively short mission duration (1 to 3 months) is dictated 
largely by the anticipated effects of Jupiter’ s intense radiation 
field on electronics longevity and reliability. 

This imaging LIDAR/Polarimeter system confirmed the 
feasibility of a Europa mapping mission demonstrating the 
desired improvements in sensitivity, contrast, angular resolu- 
tion, and wide angular FOV relative to conventional scanning 
1 5 systems of prior art. Nevertheless, the size, mass, and angular 
momentum of the scanner is driven by the minimal aperture 
of the light-collecting optical element of the telescope. The 
internal scanners in accordance with one aspect of the present 
invention, are integrated inside of the telescope, and offer 
20 significant reductions in size, mass, and angular momentum 
of the combined internal scanner-telescope system and may 
also preserve or further improve optical and scanning quali- 
ties and performance of the entire LIDAR/Polarimeter sys- 
tem. 

25 SUMMARY OF THE INVENTION 

One embodiment of the current invention relates to a scan- 
ning instrument including a fixed telescope and incorporating 
an optical dual wedge scanner comprising a first optical 
30 wedge, a second optical wedge, and a controller arranged to 
control a synchronous rotation of the first and second optical 
wedges. The wedges are constructed and arranged to scan 
laser light redirected by topological surfaces and/or volumet- 
ric scatterers, which redirect the light to a first converging 
optical element that receives the redirected light and transmits 
35 the redirected light to the scanner, and a second converging 
optical element within the light path between the first optical 
element and the scanner arranged to reduce an area of impact 
on the scanner of the beam collected by the first optical 
element. 

One embodiment of the current invention relates to a scan- 
40 ning instrument including a fixed telescope and incorporating 
an optical dual wedge scanner comprising a first optical 
wedge, a second optical wedge, and a controller arranged to 
control a synchronous rotation of the first and second optical 
wedges. The wedges are constructed and arranged to scan the 
transmitted laser light across topological surfaces and/or 
45 volumetric scatterers, which redirect the light to a first con- 
verging optical element that receives the redirected light and 
transmits the redirected light to the scanner, and a second 
converging optical element within the light path between the 
first optical element and the scanner arranged to reduce an 
50 area of impact on the scanner of the beam collected by the first 
optical element. 

Another embodiment of the invention relates to a 3D imag- 
ing system which incorporates a light source that can emit a 
beam of light, a telescope with internal scanner that includes 
an optical dual wedge scanner comprising a first optical 
55 wedge, a second optical wedge, and a controller arranged to 
control a synchronous rotation of the first and second optical 
wedges, the wedges constructed and arranged to scan light 
redirected by topological surfaces and/or volumetric scatter- 
ers, a first converging optical element that receives the redi- 
60 rected light and transmits the redirected light to the scanner, 
and a second converging optical element within the light path 
between the first optical element and the scanner arranged to 
reduce an area of impact on the scanner of the beam trans- 
mitted by the first optical element. A detector module can be 
65 arranged to detect light collected by the telescope and gener- 
ate signals responsive to the detected light, and a processor 
may be used to process signals generated by the detector. 



US 8,144,312 B2 


5 

Another embodiment of the current invention relates to a 
scanning instrument including a fixed telescope and incorpo- 
rating an optical wedge scanner comprising a single optical 
wedge, and a controller arranged to control a rotation of the 
optical wedge. The wedge is constructed and arranged to scan 5 
laser light redirected by topological surfaces and/or volumet- 
ric scatterers, which redirect the light to a first converging 
optical element that receives the redirected light and transmits 
the redirected light to the scanner, and a second converging 
optical element within the light path between the first optical to 
element and the scanner arranged to reduce an area of impact 
on the scanner of the beam collected by the first optical 
element. 

Another embodiment of the current invention relates to a 
scanning instrument including a fixed telescope and incorpo- 1 5 
rating an optical wedge scanner comprising a single optical 
wedge, and a controller arranged to control a rotation of the 
optical wedge. The wedge is constructed and arranged to scan 
the transmitted laser light across topological surfaces and/or 
volumetric scatterers, which redirect the light to a first con- 20 
verging optical element that receives the redirected light and 
transmits the redirected light to the scanner, and a second 
converging optical element within the light path between the 
first optical element and the scanner arranged to reduce an 
area of impact on the scanner of the beam collected by the first 25 
optical element. 

Another embodiment of the invention relates to a 3D imag- 
ing system which incorporates a light source that can emit a 
beam of light, a telescope with internal scanner that includes 
an optical wedge scanner comprising a single optical wedge 30 
and a controller arranged to control a rotation of the optical 
wedge. The wedge is constructed and arranged to scan light 
redirected by topological surfaces and/or volumetric scatter- 
ers, a first converging optical element that receives the redi- 
rected light and transmits the redirected light to the scanner, 35 
and a second converging optical element within the light path 
between the first optical element and the scanner arranged to 
reduce an area of impact on the scanner of the beam trans- 
mitted by the first optical element. A detector module can be 
arranged to detect light collected by the telescope and gener- 40 
ate signals responsive to the detected light, and a processor 
may be used to process signals generated by the detector. 

Other objects, features and aspects of the invention will 
become apparent from the following detailed description, the 
accompanying drawings, and the appended claims. 45 

BRIEF DESCRIPTION OF THE DRAWINGS 

The novel features that are considered characteristic of the 
invention are set forth with particularity in the appended 50 
claims. The invention itself; however, both as to its structure 
and operation together with the additional objects and advan- 
tages thereof are best understood through the following 
description of the preferred embodiment of the present inven- 
tion when read in conjunction with the accompanying draw- 55 
ings, wherein: 

FIG. 1 is a schematic drawing of a dual wedge optical 
scanner according to an embodiment of the present invention; 

FIG. 2 shows dependencies of the internal wedge diameter 
normalized to the aperture of the telescope primary versus 60 
telescope magnification for: (a) FOV=±5.72° and (b) 
FOV=±2.86°; 

FIG. 3 is a schematic drawing of scanning prisms for a dual 
wedge scanner according to an embodiment of the present 
invention; 65 

FIG. 4 is a schematic diagram of a telescope with internal 
scanner according to an embodiment of the present invention; 
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FIG. 5 is a schematic drawing of a 3D imaging LIDAR/ 
Polarimeter according to an embodiment of the present inven- 
tion; 

FIG. 6 is a schematic drawing of an imaging LIDAR/ 
Polarimeter according to another embodiment of the present 
invention; 

FIG. 7 is a schematic diagram of an internal single wedge 
scanner and an internal dual wedge scanner showing the 
secondary lens of the telescope; and 

FIGS. 8 and 9 provide ZEMAX® plots of the encircled 
energy per detector pixel as a function of radius from the pixel 
center for the internal conical scanner with cone half-angles 
of 2.85 and 1 .9 degrees respectively according to one embodi- 
ment of the present invention. 

DETAILED DESCRIPTION OF THE INVENTION 

While the invention has been shown and described with 
reference to a particular embodiment thereof, it will be under- 
stood to those skilled in the art, that various changes in form 
and details may be made therein without departing from the 
spirit and scope of the invention. 

As indicated above, one practical way to generate a con- 
tinuous topographic map of topographic surfaces from an 
airborne or spacebome platform is to use an array of laser 
beamlets scanned at high speed over the topographic surface 
and to collect the laser light redirected by the surface into a 
telescope with internal scanner arranged to feed a photon- 
counting, focal plane, detector array matched to the array of 
laser beamlets. In scanner embodiments for spaceborne 
applications, scanners incorporating uniformly rotating opti- 
cal elements may be desirable at least because of their inher- 
ent simplicity in design, operation and control, reliability, and 
low power consumption. In the case of embodiments using 
dual counter-rotating wedge scanners, there may be a benefit 
of low or vanishing total angular momentum, resulting from 
near cancellation of opposite contributions from each rotating 
component, so that no angular momentum is imparted to the 
spacecraft. Dimensions and mass of the dual counter-rotating 
wedges scanners can be further minimized by proper design 
optimization. In the case of embodiments using a single 
wedge scanner, also referred to as a conical scanner, all of the 
outgoing and incoming rays occur at a fixed angled with 
respect to the telescope optical axis. As a result, it is possible 
to correct for spherical aberration and improve image quality 
over what is possible with a dual wedge scanner, particularly 
when utilizing larger scanner field’s of view. 

Single wedge scanners have a variety of other advantages 
over dual wedge scanners. Single wedge scanners are half the 
weight of dual wedge scanners. Single wedge scanners have 
better image quality of the multibeam spots on the detector, 
and corresponding less crosstalk between pixels, resulting 
from an ability to better correct for spherical aberration in 
telescope optics. Single wedge scanners also have fewer 
phase locked wedges. 

A dual wedge scanner 100 is illustrated in FIG. 1 and 
incorporates two identical wedges 10 rotating in opposite 
directions about the optic axis 20. A single wedge scanner is 
formed of one of the wedges 10 only. Analysis of the counter- 
rotating dual wedge scanner has shown that offsetting the two 
prism holders 30 by 90° prior to spinning them in opposite 
directions at equal angular velocities yields a linear scan at 45 
degrees to the aircraft or spacecraft velocity, the most uniform 
ground coverage and minimizes the scan speed for contigu- 
ous coverage if the diagonal of the beamlet array is oriented 
along the velocity vector. The maximum deflection angle 
produced by the scanner at the telescope exit aperture is 
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determined by the desired ground swath width, s, and the 
spacecraft altitude, h, according to the equation: 


In the latter equations, co is the wedge angle, g is the air gap 
between the wedges, D w is the diameter of the wedge, t=^D w 
is the thickness of the wedge at its thinnest part, and (3 is the 
refracted ray angle in the first wedge, i.e. 


and occurs when the thick portions of the two wedges are 
oriented in the same direction as in FIG. 1. The collimated 10 
laser transmit beam 40 is typically injected through a hole in 
an annular mirror or alternatively via a small pickoff mirror in 
the center of the receiver field of view (not shown) and is 
therefore concentrated near the optic axis and travels from 
right to left in the figure. The outer rays, traveling from left to 1 5 
right in the figure, represent the extreme rays of the received 
beam 50 from the ground, which are reflected by the annular 
mirror (or pass by the central pickoff mirror) into the receiver. 

A small fraction of the received photons (~ 1 %) is lost through ^ 
the transmit hole of the annular mirror (or by reflection off the 
pickoff mirror). In order to capture all of the received rays, the 
scanner wedge diameter, D w , must be chosen somewhat 
larger than the diameter of the optics following the scanner, 

D b . For a scanner external to the primary telescope, D 6 =D /5 2 s 
the diameter of the telescope primary lens. For an internal 
scanner following the primary telescope with magnification 
m, D; 7 =D/lml is smaller but the ray angles exiting from the 
scanner must be enlarged by a factor Iml in order to achieve 


sindj 
sin/? = , 


where n is the refractive index of the wedge at the operating 
wavelength. For an exact solution, the latter equations can be 
solved sequentially (y 0 -»y i -»y 2 -»y 3 -»y4) to follow the 
transmitter beam 40 rays from right to left in FIG. 1 through 
the scanner 100. Similarly, for the received beam 50 rays 
traveling from left to right, the same equations can be solved 
in reverse sequence (y 4 “ ^3“ ^2“ 1 ^Yo) 1° obtain the dis- 
placement from the optical axis 20 of a ray at a boundary of 
the received beam 50 (“extreme” ray) as it exits the scanner 
entrance plane 60. This parametric model, however, treats the 
minimum wedge diameter, D w , as an unknown to be solved 
for in order to minimize the size of the scanner. Equations (2) 
through (5) then become a system of four linear equations 
with up to six unknowns (y 0 , y l5 y 2 , y 3 , y 4 , D w ). The number 
of unknowns is reduced to four by applying two additional 
constraints, i.e. (1) setting either y 0 ory 4 equal to the displace- 
ment of an extreme ray from the optic axis; and (2) setting the 
displacement of the corresponding extreme ray at the oppo- 
site plane of the scanner equal to D w (l-e)/2. 

The beam diameter to the right of the scanner is given by: 


The collimated entrance laser transmit beam 40 and exit 
receive beam 50 are collinear with the optic axis 20, and 
hence the angle of incidence on the first prism is equal to the 
wedge angle, co. 

Let y 0 be the displacement of a given parallel ray from the 35 
optic axis at the scanner entrance plane 60 as defined in FIG. 

1. Ray tracing through the scanner provides the following 
exact expressions for the ray displacements y 1 -y 4 from the 
optic axis 20 at various characteristic planes within the scan- 
ner. 40 

Exit Face of First Wedge: 


= Vo [1 + tanwtan(6J - /?)] - D w tan(w - /?) K + - 


where D z is the primary diameter, Iml is the absolute value of 
the telescope magnification, and € is the fraction of the optical 
diameter obscured by the prism holders 30. 

Given the final beam diameter, one can simultaneously 
solve equations (2) through (6) for the minimum wedge diam- 
eter that just passes the extreme ray. If we make the simpli- 
fying assumption that the narrow air gap makes a negligible 
contribution to the overall ray displacement, one can obtain 
an approximate analytical expression for the minimum 
wedge diameter as a function of the exiting beam diameter to 
the right, T> b . After straight-forward algebraic manipulations, 
one can obtain the following expression for the minimum 
wedge diameter, 


Entrance Face of Second Wedge: 


resin(oj - p) 


1 1 -re 2 sin 2 (w - /?) 


_ D b y(a), £ re) _ D\y(a>, £ re) (8a) 

"" (l-£) " |m| 

(3) 50 where we have used (7) as well as the following definitions 
(Sb)-(8d) for the convenient notation: 


Exit Face of Second Wedge: 


r sinojsin(w - /?) 1 sinwsin(w - ft) i tamn (4) 

+ CO s( 2 gj - p) cos(2w - p) \ + 2 /’ 


Exit Plane of Scanner (Perpendicular to Optic Axis 50): 


^4 = ^3(1 + tanowtanw) - —tana max tanoj. 


y(w, re) -- 


1 - tana max tan(x) - (2£ + tanw) 

' 1 + tanor OTOX tanw( 1 + tan(w - p) ' 
+ sinwsin(w - p) j 
cos(2w - P) \ 


( sinw \ 

P(to, re) = resinl I, and 


2 cosgW re 2 - sin 2 w + 

re) = |m|0 m£Ct: = asin< sinw - oj 

! 2sin 2 w - 1 


Where, as before, Q max is the maximum scan angle, and n is 
the refractive index of the optical wedges. 
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Normalized Wedge Diameters 


r _ = 6 ») (9) 

Di \m\ 5 

as a function of the various parameters are plotted in FIG. 2. 
The graphs in FIG. 2 indicate that the transverse dimension of 
the internal scanner 100 initially falls as the telescope mag- 
nification decreases, reaches a minimum, and then begins to 
rise. This behavior is a consequence of the fact that the diam- 1 0 
eter of the received beam decreases as the inverse of the 
magnification leading initially to a reduction in scanner size. 

At some point, however, the required ray deviation, 
a mi2X =lml0 mtrc , becomes so large that the wedge angles (and 
the corresponding ray displacements within the scanner) 15 
begin to increase exponentially, driving up the scanner size, 
thereby creating a minimum wedge diameter and optimum 
magnification. 

In addition, FIG. 2 indicates that choosing the narrow end 
of the wedge as thin as possible (!;— >0) allows designers to 2Q 
increase the magnification of the telescope thereby resulting 
in a smaller and lighter scanner. This follows from the fact 
that thicker wedges increase the size of the ray displacements 
within the scanner, thereby causing the minimum to form at 
lower magnifications and driving up the scanner size. Thus, 25 
instead of using the typical rounded optical wedges such as 
Risley prisms, it is advantageous to use two squared off 
prisms as the scanning elements as in FIG. 3, since this 
approximates the case ^=0 and minimizes the transverse 
dimensions of the internal scanner. FIG. 3 illustrates two 30 
scanning wedges. The use of two scanning wedges forms a 
dual wedge scanner. The use of just one of the illustrated 
scanning wedges forms a single wedge scanner. 

The requirement to complete the map of Europa in one 
month resulted in the worst case scanner FOV of ±5.72°, for 35 
which the Normalized Wedge Diameters are illustrated in 
FIG. 2a. In this embodiment, an optimum telescope magni- 
fication of about 6.8 (corresponding to a max =39°) would per- 
mit an internal scanner whose transverse dimension is 24% of 
the telescope aperture. If the mission time can be extended to 40 
two months, the Normalized Wedge Diameters as functions 
of telescope magnification are depicted in FIG. 2b, corre- 
sponding to a FOV=±2.86°. Here the telescope magnification 
can be doubled to about 13.6, resulting in an internal scanner 
whose transverse dimensions are half (0.12 D z ) of that 45 
required for a one month mission (0.24 D z ). In general, in 
embodiments exhibiting more moderate FOV’s on the order 
of 1-2° (e.g. when mappings of extraterrestrial bodies can be 
extended due to more benign operating conditions than those 
encountered in the close proximity of Jupiter), telescope mag- 5Q 
nifications of ~20 can be used allowing the transverse dimen- 
sion of the internal scanner to be less than 10% of the tele- 
scope aperture. 

In general, the wedges in FIG. 3 begin to dominate the 
scanner size beyond the optimum value of a max =39° so the 55 
optimum magnification for the prism wedges in FIG. 3 is 
typically equal to 39°/Q max . Thicker, rounded wedges begin to 
dominate at even smaller magnification values as can be seen 
from FIG. 2. 

All of the transmitter rays exit the scanner at a common 6Q 
angle with respect to the optic axis given by: 


a^^sin ^sin to[2 cos coVK 2 -sin 2 co+2 sin 2 co-lJ}- 

<i)ss2(k-1)(0, (10) 

where the final approximation holds for sufficiently small 65 
wedge angles, oo. Similarly, all the received rays exit the 
scanner parallel to the optic axis. 
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The internal scanner with minimum diameter rotating 
wedges 10 optimized for the given FOV in accordance with 
the above analysis must be integrated with an optimized tele- 
scope with aperture of the primary optical component D ; and 
absolute magnification Iml chosen to correspond to the mini- 
mal scanner diameter in accordance with the equation (9). 
Embodiments using a conventional, two optical component 
telescope (a first converging optical element customarily 
identified as the “Primary Lens” and an exit optical element 
(“exit lens”) customarily identified as an “Ocular” or an “Eye- 
piece”) may not, for some applications, provide sufficient 
design flexibility for utilizing the optimized internal scanner 
with minimal diameter as determined from equation (9). 

As illustrated in FIG. 4, in one embodiment the telescope 
with internal scanner incorporates an additional converging 
optical element (“field lens”) at the common focal plane of the 
primary and exit lenses 410 in the light path between the first 
optical element 420 and the exit lens 450. The optical element 
410, arranged to reduce an area of impact on the scanner 430 
of the beam 440 collected by the first optical element 420, is 
shown schematically in FIG. 4. Scanner 430 may be either a 
dual wedge scanner or a single wedge scanner. For conceptual 
convenience, first optical element 420 is represented in FIG. 
4 as a simple converging lens. It is important to realize that the 
present invention is not limited to the present embodiment. 
For example, a lens or a combination of lenses (as in a refrac- 
tive telescope with internal scanner), any converging primary 
mirror (spherical, parabolic, hyperbolic, or a mirror with a 
composite curve cross-section) or a combination of mirrors 
and lenses (as well as other optical components) can be used 
as the first (primary) optical element 420 in accordance with 
one aspect of the present invention, as long as the chosen 
arrangement can collect sufficient light redirected by the 
topographic surfaces, volumetric scatterers, or other objects 
of interest. In one embodiment, a telescope with internal 
scanner using a known telescope configuration, like classic 
Cassegrain, Schmidt-Cassegrain, Maksutov-Cassegrain, 
Argunov-Cassegrain, Ritchey-Chrtien, or Dall-Kirkham, a 
scanner, and an optical element arranged to reduce an area of 
light impact on the scanner as disclosed above is consider to 
be an embodiment of the present invention. 

Furthermore, it is not necessary for the telescope with 
internal scanner to use a coaxial arrangement of optical com- 
ponents as shown schematically on the embodiment in FIG. 4 . 
Non-coaxial telescope configurations incorporating off-axis 
primary and secondary mirrors constructed and arranged, for 
example, to form configurations like: Schiefspiegler, Yolo, 
Multi- Schiefspiegler, and multi-mirror Yolo configurations 
can be used as a base for embodiments of telescope with 
internal scanners in accordance with the present invention. 

As a particular example of the JIMO mission, the 70 to 1 00 
cm diameter primary “lens” would actually be replaced by a 
mirror, but this fact does not influence significantly the analy- 
sis presented below, since converging lenses and converging 
mirrors are represented by analogous ray matrices, contain- 
ing matrix elements that can be characterized by identical 
mathematical expressions. Therefore, modeling based on the 
embodiment shown in FIG. 4 yields results that can be applied 
to any appropriate reflector or refractor telescope configura- 
tion. 

Considering the embodiment shown schematically in FIG. 
4, a second converging optical element 410 (a “field lens”), 
with focal length f, is positioned at the common focal plane of 
the first optical element 420 (“primary”) and an exit “lens” 
450 of the generic two lens telescope having primary and exit 
focal lengths f : and f 2 respectively. An extreme ray entering 
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the first optical element from the left of the FIG. 4 can be 
represented by the two dimensional ray vector 


respectively, where the magnification of the telescope is given 
by 


1 *° 1 

| Di(l-s) 


± 2 

1 <*0 1 

±@max 


where, as before, D z is the primary diameter (linear aperture), 
(l-€) is the fractional clear aperture of the primary optical 
element 420, and Q max is the maximum scanner FOV half 
angle. 

The extreme ray vectors at the second converging optical 
element 410 are obtained by applying the appropriate ray 
matrices to yield: 


In order to minimize the size of the scanner 430, the optical 
system needs to cause the central ray 460 (i.e. the ray propa- 
gating through the center of the primary optic 420) to inter- 
cept the optical axis at a distance d 2 beyond the exit lens 450 
position, where: 


DJI -y(<x), £ n)\ 
2\tn\lM\m\Q max ) 


v ii /i | 1 0 + Dl(1 - £) 

*/ lo 1 I - T 1 +e 

J 1 ± Umax 

0 fi D[ (1 — s) 

± 

= 1 2 

~7l 1 ±0 max 

±/l6U 

= Z>i(l-e) , 

± + 2/i 


is the sum of d mir] , the minimum physical separation between 
the exit lens 450 and the scanner 430 entrance faces, and d w , 
the distance from the scanner 430 entrance face to the point 
where the central ray 460 exiting the exit lens 450 would 
intercept the optic axis if the scanner 430 wedges were not 
present. This condition ensures that the incoming central ray 
is collinear with the receiver optic axis as it exits the scanner 
430. Thus, continuing the trace of the central ray to this point 
internal to the scanner 430, one can write: 


which implies that the minimum diameter of the field lens, 30 

is proportional to both the scanner FOV and the focal length 
of the primary optical element, i.e. 


fl - r /l/2 

II di I fl' ^ f I 0 


2 xj_ 2/jtU 

1 ~£ (1 -£) ’ 


±{fi+h- f -f- d -f}^ J 0 

2 | +\m\Q m 


where D z is the primary diameter, (l-€) is the fractional clear 

aperture of the primary optical element 420, and is the , Al ~ 1 . , , , , . ~ 

. r i- . max 40 where the final identity holds n and only if 

maximum scanner FOV hall angle. J 

Continuing to propagate the extreme received rays to the 

output of the exit lens 450 via ray matrices yields 


1 I 1 0 M f , 1 0 Did-e) 

2 = 1 , 1 h \ 1 , 

h ° 1 fi 

~T Di(l-e) 

= fl f ± ^— , 

0 -4 

h 


J h 


Solving for f in the latter equation yields: 


r r /l^2 ’ 

h+h+-r 

h 


which leads to the following expressions for the position and 
output angle of the extreme rays at the output face of the exit 
lens 450: 


x2 = + ~r 

h 


fl Di (1 - £) 

/1 2 


_Dl(l-£) 
2|m| : 


■ ± ^/l + fl ~ ^J-^Qmax 

w/ 2 M 1 + r-j 


a 2 =±f i e 


for the focal length of the field lens. 

55 FIG. 4 shows a sample ray trace for a “three lens” telescope 

with internal scanner system that meets all the aforemen- 
tioned conditions for the worst case scan angle of 5.72°. In 
this particular embodiment, one can consider a 70 cm primary 
with a focal length of 1 40 cm (F=2) and can calculate all of the 
60 other components’ optical parameters by applications of the 
results of the analysis of this section in order to minimize the 
transverse dimensions of the internal scanner (about 
0.24D Z =16.8 cm for the depicted embodiment). 

The central and extreme rays entering the first optical ele- 
65 ment 420 from the left, are focused to a single point at the 
extreme upper edge of the field lens 410 and are further 
refracted by the exit lens 450 to produce three parallel rays at 
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the dual wedge scanner 430 entrance face making an angle 
a max with the optic axis. Upon passing through the scanner, 
the ray bundle exits parallel to the optic axis to the receiver 
with the central ray collinear with the optic axis 470. At the 
opposite end of the scan, the rays form a mirror image relative 
to the optic axis 470 with the central ray 460 again being 
collinear with the optic axis 470. If the central ray 460 inter- 
sected at a different point, it would exit the scanner parallel to, 
but not collinear with, the optic axis 470 and would shift to the 
opposite side at the other scan limit. As a result, the transverse 
dimensions of the scanner would have to be increased to 
accommodate this translation. 

Thus, the addition of the second optical element 410 to the 
telescope reduces the size of the exit lens 450, permits the 
central ray to be made collinear with the optic axis 470, and 
significantly extends the allowed magnification range. The 
latter two factors in turn reduce the size of the internal scan- 
ner. 

FIG. 5 depicts a schematic view of an embodiment of a 
combined three-dimensional LIDAR imager/laser polarim- 
eter 500 that incorporates an integrated telescope with inter- 
nal scanner 536 in accordance with the present invention. A 
small fraction of the outgoing laser pulse from a frequency- 
doubled Nd:YAG microchip laser 513 is transmitted through 
a high reflectivity splitter mirror 516 and detected by pulse 
detector 519 which provides a start pulse for a multichannel 
range receiver 556. 

The visible 3D imaging beam at 532 nm is expanded by 
laser beam expander 522 to about 5 mm diameter and input to 
a Holographic Optical Element (HOE) 525, which forms a 
10x10 array of beamlets creating quasi -uniform intensity 
spots in the far field of the LIDAR/Polarimeter 500. In this 
embodiment, about 80% of the original laser energy is shared 
roughly equally within the 10x10 array of far field spots with 
the remainder lost to higher orders of the HOE 525 which lie 
outside the receiver field of view (FOV). The orientation of 
the transmitted spots relative to the scan direction can be 
adjusted by rotating the HOE 525 in its holder (not shown) 
about the transmitter optical axis. It should be noted that in 
different embodiments of the invention different methods of 
forming different beamlet arrays can be implemented. For 
example, diffractive optical elements, liquid crystal arrays, or 
micromirror arrays can be used to form beamlet arrays. 

The near infrared (polarimeter) beam at 1064 nm is 
reflected by a dichroic beam splitter 523 and, for the most 
efficient type II doubling crystals of the current embodiment, 
it is elliptically polarized. A first quarter-wave plate 524 is 
used to linearize the polarization while a second half-wave 
plate 526 rotates the linearly polarized light to the desired 
orientation. 

The transmitted imaging and polarimetric beams are 
recombined at a second dichroic beam splitter 527 and then 
passed with approximately 100% efficiency through the cen- 
tral hole 528 of an annular Transmit/Receive mirror 530, to 
the dual wedge scanner 535 of a telescope with internal scan- 
ner 536. As disclosed in FIG. 5, the telescope with internal 
scanner 536 incorporates a first converging optical element 
(e.g. an off-axis parabolic primary mirror) 537, a planar mir- 
ror 534, a second converging optical element (field lens) 538, 
an exit lens 539, and an internal scanner 535. While FIG. 5 
illustrates the use of a dual wedge scanner 535, the use of a 
dual wedge scanner 535 is merely exemplary. Dual wedge 
scanner 535 may be replaced by a single wedge scanner. 

Photons reflected from topological surfaces and/or volu- 
metric scatterers in the target area are collected by the tele- 
scope with internal scanner 536, and the majority of photons 
are reflected by the annular mirror 530 to the dichroic mirror 
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541 which in turn sends the visible green photons into the 3D 
imaging channel (532 nm leg) 545 and the infrared photons 
into the polarimetry channel (1064 nm leg) 547. Spectral 
filters 542 and spatial filters 543, located in both the imaging 
5 channel 545 and polarimetry channel 547, in cooperation 
with focusing elements 544, restrict the noise background. 

In the imaging channel 545, two lenses are arranged to 
form a telephoto (long focal length) lens 551 that images the 
10x10 far field pattern onto a multichannel photodetector 
10 554. In the embodiments in FIGS. 5 and 6 the multichannel 
photodetector is a 10x10 Hamamatsu segmented anode 
microchannel plate photomultiplier (MCP/PMT). It is rel- 
evant to note that other types of multichannel photodetectors 
15 such are, but not limited to, photodiodes and photodiode 
arrays, PIN diodes and PIN diode arrays, phototransistors and 
phototransistor arrays, or CCD and CMOS based photode- 
tector arrays also can be used without exceeding the limits of 
the current invention. Each of the 100 images on the photo- 
20 cathode is relayed by the internal microchannel plates to an 
individual anode in the 10x10 anode array. The orientation of 
the received image of the 10x10 spot array can be matched to 
that of the anode (or APD) array via a Dove prism 555 rotated 
about the optical axis in the 3D imaging leg 545. A 100 
25 channel, multistop multichannel range receiver 556 records 
arrival times of the start pulses from start detector 519, mul- 
tiple single photon stop events (including noise) detected by 
the MCP/PMT 554, timing pulses from the onboard clock, 
and once per revolution synchronization pulses from the 
30 rotating scanner wedges. This timing information is used by 
onboard processor 560 to generate pulse time-of-flight (TOF) 
measurements, which combined with navigation, attitude, 
and scanner pointing data are used to create a 3D map of the 
underlying terrain. 

35 In the polarimetry leg 547, the returning photons are sepa- 

rated by polarizer 557 into two beams based on polarization. 
Each beam is focused using separate focusing lenses 545 and 
the light intensities are detected by at least two photodetectors 
558. Resulting signals are recorded and processed by proces- 
40 sor 560 to determine and map the amount of depolarization 
caused by the target. Depending on the particular embodi- 
ment, the polarimetry data can be mapped independently or 
analyzed integrally in correlation with the 3D visible data. In 
addition, by adding two additional polarization channels and 
45 data processing, the system can be augmented for full recov- 
ery of the Stokes parameters if desired. 

A different embodiment employing a “bistatic” optical 
configuration, shown in FIG. 6 (all analogous elements per- 
forming identical functions in bistatic embodiment shown in 
50 FIG. 6 and monostatic embodiment shown in FIG. 5 and 
discussed above, are denoted by common reference numerals 
in FIGS. 5 and 6), separates the optical trains of the transmit- 
ter and receiver and avoids use of the off-axis primary mirror 
537 configurations of the “monostatic” shared aperture 
55 approach (FIG. 5), while still allowing the use of the telescope 
with internal scanner with a field lens 63 0 in the receiver path. 
More conventional telescope designs, such as the Cassegrain 
610 in FIG. 6, can now be utilized. Similar to the embodiment 
shown in FIG. 5, the telescope 610 includes a second con- 
60 verging optical element (field lens) 538, an exit lens 539 and 
an internal scanner 535 but, the primary mirror 620 is of 
Cassegrain type incorporating a secondary flat mirror 534 and 
a central opening 630. Since the secondary mirror 534 in the 
Cassegrain partially obscures the free aperture of the primary 
65 mirror 620, the aperture may be increased appropriately in 
order to maintain the same effective receive aperture and 
signal strengths. 
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The embodiment in FIG. 6 incorporates a separate trans- 
mitter optical dual wedge scanner 650 in addition to the 
internal scanner 535. Both, the internal scanner 535 and the 
transmitter scanner 650 are of the type disclosed above in 
FIGS. 1-4, and are synchronized with the laser 513 pulse train 5 
by using a controller 660 arranged to adjust the relative rota- 
tional phases of individual wedges within scanners 535 and 
650 for independent pointing of the transmitter beam and the 
receiver optical axis. The imaging leg 545 and the polarimeter 
leg 547 of the bistatic embodiment are identical in design and to 
function with the parts 545 and 547 in FIG. 5, discussed 
above. While FIG. 6 illustrates the use of a dual wedge scan- 
ner 535, the use of a dual wedge scanner 535 is merely 
exemplary. Dual wedge scanner 535 may be replaced by a 
single wedge scanner. In addition, the use of a dual wedge 15 
scanner 650 is merely exemplary. Dual wedge scanner 650 
may be replaced with a single wedge scanner. 

Additional difference between the embodiments with 
bistatic (FIG. 6) and monostatic configuration (FIG. 5) relates 
to the fact that bistatic configuration can replace the annular 20 
Transmit/Receive mirror 530 with a simple mirror 670 and 
eliminate laser backscatter into the sensitive receivers while 
improving the light collection efficiency by avoiding losses 
associated with the annular opening. 

Embodiments utilizing bistatic configuration also avoid 25 
focusing of the transmitter beam in, and possible optical 
damage to the field lens 538 as in the monostatic configura- 
tion of FIG. 5. 

The bistatic configuration also provides the ability to adjust 
the relative instantaneous pointing of the transmit beam and 30 
receiver for different operational altitudes (e.g. for mapping 
of different Moons of Jupiter or other planets), or to compen- 
sate for widely varying elevations in the lunar surfaces. By 
electronically adjusting the timing between synchronization 
pulses in the scanner output, using the scanner controller 660 35 
with range input from the processor 560, the relative rota- 
tional phase between the corresponding wedges in the trans- 
mit and receive scanners can be modified in-flight to provide 
the proper transmitter point-ahead for any satellite-to- surface 
distance so that the receiver is always looking at the ground 40 
spot illuminated by the laser independent of target range. 

It should be emphasized that both bistatic configuration in 
FIG. 6 and mono static configuration in FIG. 5 represent two 
different classes of embodiments of the current invention. 
Many variations, known in the art, may be included in par- 45 
ticular embodiments without exciding the limits of the cur- 
rent invention. 

FIG. 7 is a schematic diagram of an internal single wedge 
scanner 700 and an internal dual wedge scanner 710 showing 
the secondary lens of the telescope 450. Single wedge scanner 50 
700 and dual wedge scanner 710 are both configured to form 
the scanners 430, 535, and 650. The present invention offers 
numerous advantages, including: (1) a several degree scanner 
FOV; (2) narrow instaneous FOV; (3) low field distortion for 
high fidelity optical 3D imaging; (4) greatly reduced size, 55 
weight, and prime power consumption relative to an external 
scanner; (5) four orders of magnitude reduction in noise back- 
ground relative to a scanning transmitter/fixed receiver FOV 
configuration; (6) significantly lower transmit and receiver 
prime power consumption relative to a pushbroom approach; 60 
(7) can acccommodate transmit point ahead at a variety of 
orbital altitudes and scan speeds; (8) scan speed can be syn- 
chronized to laser pulse train for two to three orders of mag- 
nitude reduction in onboard ancillary data storage and trans- 
mission related to geolocation of the pulses on the surface; (9) 65 
synchronization approach allows the transmitter and receiver 
to be scanned independently in a bistatic optical configuration 
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to suppress laser backscatter; and (10) can be used with a 
multibeam lidar and focal plane array detector. 

Aside from interplanetary exploration, the present inven- 
tion has a variety of commercial applications including: scan- 
ning lidars or passive spectral sensors operating in high alti- 
tude aircraft or orbiting spacecraft for the purposes of military 
reconnaisance and surveillance; 3D topographic measure- 
ments of planetary and lunar surfaces; volumetric measure- 
ments of tree canopies and forest management; cloud and 
aerosol distributions in the atmosphere; high resolution large 
scale surveying; border security; and land use management. 
The present invention allows photon-counting lidars to oper- 
ate with larger telescopes from much higher altitudes without 
an increase in scanner size, mass or prime power consump- 
tion. Other commercial suppliers of non-photon-counting air- 
borne laser altimeters (the largest of which is Optech in 
Canada) use orders of magnitude higher power lasers and 
either external scanners or a scanned transmitter within a 
large receiver FOV. 

Best imaging results for the present invention are obtained 
with an internal conical scanner (e.g. optical wedge, holo- 
graphic, or diffractive element). The telescope/intemal scan- 
ner optical configuration according to the present invention 
are analyzed using a paraxial ray model and validated/refined 
via ZEMAX® software analysis. 

ZEMAX®, www.zemax.com, is software that aids optical 
engineering in lens design, illumination, laser beam propa- 
gation, stray light, freeform optical design and many other 
applications. FIGS. 8 and 9 provide ZEMAX plots of the 
encircled energy per detector pixel as a function of radius 
from the pixel center for the internal single wedge scanner 
with cone half-angles of 2.85 and 1.9 degrees respectively. 
These half-angles correspond to the cone angles required to 
contiguously map Europa within 2 and 3 months respectively. 
For the Hamamatsu 10x10 segmented anode microchannel 
plate photomultiplier chosen as the array detector, each 
square pixel measures about 1 .6 mm on a side, and hence the 
horizontal axis varies from 0 to 800 microns. The aperture of 
the internal scanner for both plots is set to a constant 10 cm, 
comparable to that of a prototype scanner developed under 
this program and described in the next sub -section. In each 
plot, curve 720 corresponds to one of the central pixels in the 
10x10 focal plane detector array whereas the curves 730 and 
740 correspond to the beamlet images falling within the 
extreme pixels at the outside and inside corners of the array 
respectively. For both cone angles and all pixels, the indi- 
vidual beamlet return enemies are well-contained within their 
respective pixels although the image sizes are smallest for the 
central pixels as well as for smaller cone angles. 

The cone half angle would increase to 5.7 degrees if the 
local radiation field made it necessary to shorten the duration 
of the Europa mapping mission to one month. The ray analy- 
sis, summarized in FIGS. 8 and 9, show that a large internal 
scanner aperture (—168 mm) is desirable. 

While the invention has been shown and described with 
reference to a particular embodiment thereof, it will be under- 
stood to those skilled in the art, that various changes in form 
and details may be made therein without departing from the 
spirit and scope of the invention. 

We claim: 

1. A telescope with internal scanner comprising: 

a wedge optical scanner including a first optical wedge and 
a controller arranged to control a synchronous rotation 
of the first optical wedge, the wedge being constructed 
and arranged to scan light over predetermined topologi- 
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cal surfaces and/or volumetric scatterers and to deflect 
the light redirected by the topological surfaces and/or 
volumetric scatterers; 

a first converging optical element that receives the redi- 
rected light and transmits the redirected light as a beam 
along a predetermined light path toward the scanner; and 

a second converging optical element positioned within the 
light path between the first optical element and the 
wedge optical scanner, the second converging optical 
element being disposed to converge the redirected light 
toward the wedge optical scanner and to reduce an area 
of impact on the wedge optical scanner of the beam 
collected by the first optical element. 

2. The telescope with internal scanner of claim 1, the 
wedge optical scanner further comprising a second optical 
wedge, wherein the controller is arranged to synchronize the 
rotation of the first and second optical wedge to a laser pulse 
rate. 

3. The telescope with internal scanner of claim 2 wherein 
the synchronization of the rotation of the wedges is achieved 
utilizing laser pulses rate as a clock oscillator frequency. 

4. The telescope with internal scanner of 2 wherein the 
laser pulse rate is in the kilohertz range. 

5. The telescope with internal scanner of claim 2 wherein 
the laser pulse rate is between 8 kHz and 30 kHz. 

6. The telescope with internal scanner of claim 1, wherein 
the first converging optical element is a primary converging 
optical element. 

7. The telescope with internal scanner of claim 6, wherein 
the primary converging optical element is a convening mir- 
ror. 

8. The telescope with internal scanner of claim 7, wherein 
the telescope further comprises a secondary mirror. 

9. The telescope with internal scanner of claim 8, wherein 
the primary and secondary mirrors are constructed and 
arranged to form a Cassegrain configuration. 

10. The telescope with internal scanner of claim 9, wherein 
the Cassegrain configuration is chosen from a group of Cas- 
segrain configurations consisting of: classic Cassegrain, 
Schmidt-Cassegrain, Maksutov-Cassegrain, Aigunov-Cas- 
segrain, Ritchey-Chretien, and Dall-Kirkham. 

11 . The telescope with internal scanner of claim 7, wherein 
the converging mirror is an off-axis primary mirror. 

12. The telescope with internal scanner of claim 11, 
wherein the off-axis primary mirror is an off-axis parabolic 
primary mirror. 

13 . The telescope with internal scanner of claim 11, further 
comprising at least one secondary mirror wherein the off-axis 
primary and the secondary mirrors are constructed and 
arranged to form a configuration chosen from a group of 
configurations consisting of: Schiefspiegler, Yolo, Multi- 
Schiefspiegler, and multi-mirror Yolo configurations. 

14. The telescope with internal scanner of claim 1, wherein 
the telescope has a linear aperture smaller than 200 cm. 

15. The telescope with internal scanner of claim 1, wherein 
the telescope has a linear aperture smaller than 100 cm. 

16. The telescope with internal scanner of claim 1, wherein 
the telescope has a linear aperture smaller than 50 cm. 

17. The telescope with internal scanner of claim 1, wherein 
the optical dual wedge scanner is constructed and arranged to 
simultaneously scan light emitted by a laser and the light 
redirected by topological surfaces and/or volumetric scatter- 
ers. 

18. The telescope with internal scanner of claim 1, wherein 
the optical dual wedge scanner is positioned coaxially adja- 
cent to the second converging optical element on the opposite 
side of the second conveiging optical element relative to the 
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side of the converging optical element where the first con- 
veiging optical element is positioned. 

19. The telescope with internal scanner of claim 1, wherein 
the optical dual wedge scanner has a wedge diameter smaller 

5 than a linear aperture of the telescope. 

20. The telescope with internal scanner 1, wherein the 
optical dual wedge scanner has the wedge diameter smaller 
than 10% of a linear aperture of the telescope. 

21. The telescope with internal scanner 1, wherein the 
10 optical dual wedge scanner has the wedge diameter smaller 

than 25% of a linear aperture of the telescope. 

22. The telescope with internal scanner 1, wherein the dual 
wedge optical scanner has the wedge diameter smaller than 

15 50% of a linear aperture of the telescope. 

23. An imaging LIDAR/Polarimeter comprising: 

a light source that can emit a beam of light; 

a telescope with internal scanner comprising: 

an optical wedge scanner including a first optical wedge 
20 and a controller arranged to control a synchronous 

rotation of the first optical wedge, the wedge being 
constructed and arranged to scan light over predeter- 
mined topological surfaces and/or volumetric scatter- 
ers and to deflect the light redirected by the topologi- 
25 cal surfaces and/or volumetric scatterers; 

a first converging optical element that receives the redi- 
rected light and transmits the redirected light as a 
beam along a predetermined light path toward the 
scanner; and 

a second converging optical element positioned within 
the light path between the first optical element and the 
wedge optical scanner, the second converging optical 
element being disposed to converge the redirected 
35 light toward the wedge optical scanner and to reduce 

an area of impact on the wedge optical scanner of the 
beam transmitted by the first optical element; 

a detector module arranged to detect light collected by the 
telescope and generate signals responsive to the detected 
40 light; and 

a processor constructed to process signals generated by the 
detector. 

24. The imaging LIDAR/Polarimeter of claim 23, the opti- 
cal wedge scanner further comprising a second optical 

45 wedge, wherein the light source is a pulsed laser and the 
controller is arranged to synchronize the rotation rates of the 
first and second optical wedges to the laser pulse rate. 

25. The imaging LIDAR/Polarimeter of claim 24, wherein 
the laser is a frequency-doubled Nd: YAG laser that transmits 

50 a laser beam containing photons having substantially a wave- 
length of the principle Nd:YAG laser transitions and fre- 
quency-doubled photons having substantially a wavelength 
of one half of the wavelength of the principle Nd:YAG laser 
55 transitions. 

26. The imaging LIDAR/Polarimeter of claim 24, further 
comprising a laser start detector arranged to detect start times 
of each laser pulse and provide the start times data to the 
controller. 

60 27. The imaging LIDAR/Polarimeter of claim 23 , wherein 

the optical dual wedge scanner is constructed and arranged to 
simultaneously scan light emitted by the light source and the 
light redirected by topological surfaces and/or volumetric 
scatterers. 

65 28. The imaging LIDAR/Polarimeter of claim 24, further 

comprising a laser beam expander arranged to expand the 
diameter of the laser beam. 
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29. The imaging LIDAR/Polarimeter of claim 24, further 
comprising a laser beam dividing device arranged to divide 
the laser beam into an array of substantially equal energy 
beamlets. 

30. The imaging LIDAR/Polarimeter of claim 29, where 5 
the laser beam dividing device is a diffractive beam dividing 
device. 

31. The imaging LIDAR/Polarimeter of claim 29, where 

the laser beam dividing device is a Holographic Optical Ele- 
ment (HOE). 10 

32. The imaging LIDAR/Polarimeter of claim 23, further 

comprising an annular mirror arranged to selectively transmit 
light emitted by the pulsed laser and to reflect the light col- 
lected by the telescope toward the detector module. 15 

33. The imaging LIDAR/Polarimeter of claim 23, wherein 
the detector module comprises a 3D imaging leg and a pola- 
rimeter leg. 

34. The imaging LIDAR/Polarimeter of claim 33, wherein 

the 3D imaging leg comprises a dichroic beam splitter 20 
arranged to separate components of collected light into a 3D 
imaging beamlets comprising the frequency-doubled pho- 
tons and a polarimetry beam comprising the photons with 
wavelength substantially equal to the wavelength of the prin- 
ciple Nd:YAG laser transitions. 25 

35. The imaging LIDAR/Polarimeter of claim 33, wherein 
the 3D imaging leg and the polarimeter leg comprise a spec- 
tral filters and a spatial filters constructed and arranged to 
reduce the noise background seen by the detectors. 

36. The imaging LIDAR/Polarimeter of claim 33, wherein 30 
the 3D imaging leg further comprises a Dove prism con- 
structed and arranged to adjust azimuthal positions of the 
beamlets with respect to the optical axis of the 3D imaging 
leg. 

37. The imaging LIDAR/Polarimeter of claim 33, wherein 35 
the 3D imaging leg further comprises a multichannel photo - 
detector, Dove prism, and a telephoto lens assembly con- 
structed and arranged to spatially match the beamlets to indi- 
vidual pixels of the multichannel photodetector. 
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38. The imaging LIDAR/Polarimeter of claim 37, wherein 
the multichannel photodetector is chosen from the set of 
multichannel photodetectors consisting of photodiodes and 
photodiode arrays, PIN diodes and PIN diode arrays, pho- 
totransistors and phototransistor arrays, CCD and CMOS 
photodetector arrays. 

39. The imaging LIDAR/Polarimeter of claim 37, wherein 
the multichannel photodetector is a multi-anode photomulti- 
plier. 

40. The imaging LIDAR/Polarimeter of claim 37, wherein 
the multichannel photodetector is a microchannel plate pho- 
tomultiplier. 

41. The imaging LIDAR/Polarimeter of claim 33, wherein 
the polarimeter leg further comprises a polarizer and at least 
two photodetectors constructed and arranged to detect the 
depolarization of the photons having the wavelength substan- 
tially equal to the wavelength of the principal Nd:YAG laser 
transition. 

42. The imaging LIDAR/Polarimeter of claim 23 further 
comprising a transmitter optical dual wedge scanner compris- 
ing a first optical wedge, a second optical wedge. 

43 . The imaging LIDAR/Polarimeter of claim 42 where the 
telescope with internal scanner is arranged and positioned 
such that any optical component of the telescope does not 
intersect or focus the transmitter laser beam. 

44. The imaging LIDAR/Polarimeter of claim 42 where the 
telescope with internal scanner is arranged such that back- 
scatter of the transmitter laser beam light into the detector 
module is substantially eliminated. 

45. The imaging LIDAR/Polarimeter of claim 42 wherein 
the controller is arranged to synchronize the rotation of the 
first and second optical wedges of the optical dual wedge 
scanner and the transmitter optical dual wedge scanner to a 
laser pulse rate. 

46. The imaging LIDAR/Polarimeter of claim 42 further 
comprising a transmitter beam expander constructed and 
arranged to expend the diameter of a laser beam impacting the 
transmitter optical dual wedge scanner. 





